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Abstract—This paper presents a miniaturized potentiostat 
readout circuit patch developed for electrochemical or biosensors. 
The presented patch has been fabricated on a flexible polyimide 
substrate using off-the-shelf electronics. In contrast to the 
traditional bulky equipment for electrochemical analysis, the 
presented patch is conformable and portable. As a proof of 
concept, the system has been used for pH measurements in buffer 
solution (6- 8 pH values) with a printed thick film potentiometric 
pH sensor having platinum counter electrode. The obtained 
results are in line with a commercially available potentiostat that 
has been used for benchmarking.  
Keywords—Biosensor, Potentiostat, Electrochemical Sensor, 
Amperometry, Flexible electronics, Flexible Printed Circuit Board. 
I. INTRODUCTION  
Sensor-laden wearable or electronic skin (eSkin) type 
systems have attracted huge interest in recent years because of 
the high potential they hold for self-health monitoring by 
measuring key health parameters [1]–[3]. In this regard, a wide 
range of techniques, both invasive and non-invasive, have been 
developed to sense number of health parameters within the 
body. Likewise several types of wearable sensors (physical, 
electrochemical, and biosensors etc.) have been explored as an 
alternative to the lab-based measurement systems, which 
capture compelling physiological data but are bulky and non-
portable [4]–[8]. Further, in traditional hospital-based devices 
the patients are tethered to a monitoring device via cables [9], 
[10]. Continued research on this topic is expected to lead to 
widespread use of flexible electrochemical biosensors, allowing 
patients to monitor themselves, thus reducing the number of 
clinician contact hours [11]. To this end, it is important to 
develop non-obtrusive wearable systems with sensors and front-
end electronics, low power electronics and wireless radio-
communication interfaces on flexible and conformable 
substrates [5], [12]. This will also advance the commercially 
available wearable systems such as wristbands, smart watches 
etc. for measurement of heart rate, blood pressure, 
electrocardiogram, respiration rate, etc.  
A key aspect of the development of wearable biosensors is 
making them portable by miniaturising the electronic circuits 
which retrieve and process physiological data [13]–[15]. The 
forms of hardware and circuitry used with wearable sensors 
depend on several factors including the sensor nature, the data 
transmission method (e.g. RFID/NFC, Bluetooth, etc.) and the 
environment they need to operate in. Flexible version of these 
circuits will lend themselves to a wide range of applications 
including conformable RFID tags [16], [17], robotic systems 
with skin-like sensing capabilities [18] and medical devices [7], 
[19]. The immediate solution available for obtaining the 
bendable/flexible versions of electronics is based on flexible 
printed circuit boards (FPCB) with off-the-shelf electronic 
components. This FPCB based solution is akin to having 
mechanically integrated but otherwise distinct and stiff sub-
circuit islands of off-the-shelf electronic components, connected 
to one another by metal interconnects [20]. Other solutions that 
are likely to benefit the field in medium to long-term are based 
on various novel (organic and inorganic) materials and 
methodologies (e.g. printed electronics, ultra-thin chip 
technologies etc.) [21], [22].  
By using the FPCB based approach, herein we presented the 
flexible miniaturised three-electrode potentiostat readout circuit 
patch for biosensors monitoring. The presented patch has been 
fabricated on a flexible polyimide substrate as depicted in Figure 
1. As a proof of concept, the presented readout circuit patch can 
retrieve a useful signal from a pH sensor with its peak currents 
automatically calculated for a range of pH values. The obtained 
experimental results have been compared with a reference 
device in the form of a commercially available potentiostat.  
This paper is organised as follows: Section II describes the 
design of pH sensor and read out circuit. The fabrication method 
for FPCB is also described in this section alongwith the 
experimental set up for testing. Section III presents the results 
revealing the utility of developed patch for pH sensing in place 
of the traditional bulky and expensive commercial instruments. 
Finally, the key outcomes are summarized in Section IV.  
II. MATERIALS AND METHODS 
A. Circuit design and PCB fabrication 
Potentiostats can be found in a number of biosensors 
measuring various parameters and can process information from 
two, three and four electrode sensor configurations. Figure 2 
shows the block diagram of the complete system, including the 
Fig. 1. Overview of the measurement system for electrochemical or biosensors.
schematic of  the three-electrode potentiostat that is used in this 
work. Potentiostats measure the potential within a cell between 
the reference electrode (RE) and working electrode (WE). The 
current through the electrodes is minimised (ideally zero). The 
role of the counter electrode (CE) is to pass all the current 
needed to balance the current observed at the WE. Three-
electrode potentiostats remedies some of the issues of the two-
electrode configuration, such as measuring the potential changes 
of the WE independently of changes that may occur at the CE 
[23]. A potentiostat can be modelled as an electronic circuit 
consisting of four components: the control amplifier (A), the 
electrometer (B), the I/V converter (C), and the signal source. In 
summary, this circuit is designed to sense the potential 
difference between WE and RE. This is done at the voltage 
follower B (electrometer). The applied potential at WE is varied 
by changing VIN at the control amplifier A. Since the output of 
B is the feedback signal to A, a change in VIN away from the 
fixed potential of the RE causes A to force current into the 
electrochemical cell between CE and WE to balance the 
difference in the inputs at A. In this way, a pre-determined 
voltage is maintained between the WE and RE by sourcing 
current from the CE. The cell current flowing as a function of 
the changing potential output of the control amplifier is 
measured as a voltage drop across the feedback resistor Rm in 
the I/V converter. In our design, the electrometer, control 
amplifier and I/V converter are based on the OPA2227 precision 
bipolar operational amplifiers (Texas Instruments, Texas, USA). 
This device was selected due to its low offset voltage (75 μV 
maximum) and drift. Since OPA2227 devices are dual supply 
op-amps, a supply voltage of ±5 V is required for their operation. 
To that end, a voltage inverter based on the ADM660 integrated 
circuit (Analog Devices, USA) has been designed to obtain the 
negative voltage of –5V from a positive 5 V supply. This chip 
has been chosen due to its low quiescent current (only 600 µA) 
and the easy inverter configuration in which only two external 
capacitors are required. The positive supply of +5 V is directly 
obtained through a micro USB connector attached to the circuit, 
as shown in Figure 2. This can be connected for instance to a 
power bank supply or any generic USB supply port. The circuit 
layout was designed using Altium Designer 19.1.7 (Altium 
Limited, NSW, Australia). The PCB was fabricated using 
ultraviolet (UV) PCB etching on flexible polyimide film 
substrate coppered on one side and bonded together with a 
proprietary C-staged modified acrylic adhesive (AN210, C.I.F., 
Buc, France). The polyimide film has a thickness of 50 µm. 
Metallization layer is copper 35 μm thick. Figure 3 shows a 
photograph of the fabricated circuit.    
B. Sensor description and fabrication 
 Several examples of the biosensors and their methods of 
detecting physiological parameters are given in Table I. As 
observed from Table I, most of the biosensors operate on the 
basis of potentiometry and amperometry techniques, which are 
types of electrochemical techniques. Electrochemical sensors 
react with the analyte of interest producing an electrical signal 
which is proportional to the analyte concentration [24]. A typical 
three-electrode based biosensor consists of a sensing electrode 
(SE) or WE, a CE and a RE separated by an electrolyte. Majority 
of applications implement a three-electrode system where the 
RE is connected to a high-input-impedance potentiostat circuit 
and a CE is used to complete the circuit for current flow [25]. 
Herein, we used pH sensors to validate the proof-of-concept 
readout circuit patch. We used thick film RuO2 based senistive 
and Ag/AgCl/KCl  reference electrodes on a ceramic substrate. 
The RuO2 is used here because the metal oxides (MOx) based 
electrodes exhibit excellent sensitivity and selectivity for 
flexible and non flexible pH sensors [26]–[28]. The fabrication 
 
Fig. 2. Block diagram of the complete readout system including the micro USB
port for powering, the voltage inverter and the potentiostat circuit.  
 
Fig. 3. Photograph of the circuit fabricated on flexible polyimide film substrate.
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of sensors is reported in a previous work [27]. To complete the 
circuit of the three electrode system, we used external Pt based 
commercial CE (Autolab). Further, for the miniaturized wireless 
sensing and online monitoring the electrodes were integrated 
with the developed potentiostat.   
C. Experimental setup 
A signal generator model WaveStation 3082 (Teledyne 
Lecroy, New York, USA) was used to generate the input signal 
for the potentiostat, which consists of a ramp voltage with a 
target peak voltage of 3.6 V. The output current was measured 
by placing a digital multimeter (DMM) model 34461A 
(Keysight Technologies, Santa Clara, CA, USA) on the output 
of the working electrode of the sensor, which was placed in the 
solution under test. A custom-made program in LabVIEW 2018 
Robotics (National Instruments, Texas, USA) was used to 
visualize and monitor the measurements taken by the DMM. A 
commercial electrochemical workstation Autolab 
PGSTAT302N (Metrohm Autolab B.V., Utrecht, The 
Netherlands) was used in the study for benchmarking to evaluate 
the developed patch. The data collected was processed using 
Matlab (MathWorks, Massachusetts, USA) to automatically 
find the mean peak currents associated with each pH value.  
III. RESULTS AND DISCUSSION 
Figure 4 shows the experimental results obtained with the 
developed system and compared with the results from the 
reference instrument (i.e. commercial electrochemical 
workstation Autolab PGSTAT302N). The experiments were 
conducted for pH values from 6 to 8 using the pH sensor 
described in Section II. The detailed potentiometric 
performances (sensitivity 58 mv/pH and hysteresis of 10 mV 
(alkaline) and 3 mV (acidic)) of the sensor were presented in 
previous works[31]. The peak values of the currents are 
automatically identified and marked in the signals with red 
circles using the Matlab code previously described. Table II 
shows the average peak currents obtained for each pH value 
using both systems. It can be observed that the results are in 
good agreement in both systems. In the case of the pH 7 value, 
the peak current is slightly higher than expected in the developed 
system in comparison with the reference instrument. This high 
peak value could be due to the influence of the SE to neutral 
value of pH solution as compared pH 6 and pH 8 [27]. However, 
the same effect appears to occur, to a lesser extent, in the 
reference instrument, where the peak value for the pH 7 is 
similar to the obtained for the pH 6 value. Therefore, the 
anomalous increase observed with our system is indeed 
following to some extent the behaviour of the reference device.  
IV. CONCLUSIONS 
This work presents the design and fabrication of a 
miniaturized potentiostat readout circuit. As a proof of concept, 
the system was applied for pH sensing (pH values 6, 7 and 8). 
The obtained results are in agreement with a reference 
commercial potentiostat, so the developed system has potential 
to substitute the traditional bulky equipment for electrochemical 
analysis. The flexibility and portability of the system are in line 
with the current requirements of wearable biosensors to retrieve 
physiological data, making them more affordable and increasing 
the user satisfaction and acceptance. Future work will focus on 
the measurement of the sensor in wide pH range (2-12), as well 
as the sensing of other physiological parameters such as glucose 
or uric acid. In addition, a microcontroller-based circuit will be 
designed and included for conversion and communication.   
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TABLE II. COMPARISON OF AVERAGE PEAK CURRENTS OBTAINED WITH 
PROPOSED READOUT CIRCUIT AND THE REFERENCE INSTRUMENT FOR 3 PH
VALUES TESTED USING POTENTIOMETRY. 
pH value 
Average peak current (µA) 
Developed System Reference Instrument 
6 28.9 29.9 
7 32.8 29.7 
8 26.6 26.6 
             Developed System                                      Reference Instrument
 
Fig. 4. Experimental results obtained with the developed system and the 
commercially available instrument used as reference for different pH values.   
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